

















Battery charge

STEP 1
Plug the battery charger into an AC power outlet.

STEP 2
Plug the cord from the battery charger into the
connector slot on the LGM-701B. (N

STEP 3
Wait until all the LED lights of the battery charger
turns green from orange.

STEP 4
Unplug connector of the battery charger from connector
slot on the LGM-701B.

Setting up the test strip code

STEP 1 Insert test strip
¢ Gently push test strip into strip insertion hole until beep sound.

e The [Code] symbol appears on the LCD.

e Currently code number will appear for 3 seconds.
STEP 2 Match the code number
e Compare the code number on the LGM-701B display with the code number on

the test strip bottle.

o If the two code numbers match, wait until in testing. Wait until & symbol

appears on the LCD to begin the test.

o If they do not match, follow Step 3.
STEP 3 Set code number
e Click [K] or [>] to scroll code numbers up or down.

The LGM-701B has a total of 63 codes.

e Stop at correct code number. After selecting correct code number, wait for

3 seconds until & symbol appears on the LCD.

e When the & symbol appears, LGM-701B is ready for testing.
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